Purpose: This study aimed to evaluate comprehensively; accuracy, repeatability and reproducibility of T 1 and T 2 relaxation times measured by magnetic resonance fingerprinting using B + 1 -corrected fast imaging with steady-state precession (FISP-MRF).
Introduction
MRI has been widely used for diagnosis of various diseases for many years. However, conventional weighted images are practically qualitative images, and quantitative images for measuring physical properties, such as T 1 and T 2 , have been expected to more directly reflect and help evaluate disease characterization, [1] [2] [3] [4] follow-up, 5 and monitoring of treatment effects 6, 7 in recent years. Several methods have been proposed for quantification of T 1 and T 2 values; the gold standard methods for T 1 and T 2 quantifications are an inversion recovery spin echo method with varying inversion time (TI) and a single spin echo method with varying TE, respectively. However, both methods require long acquisition times, and multiple tissue properties cannot be simultaneously obtained. Recently, many techniques have been proposed to shorten acquisition times [8] [9] [10] [11] [12] [13] and to simultaneously quantify T 1 and T 2 values. [14] [15] [16] Magnetic resonance fingerprinting (MRF) is a novel concept, which uses transient-state signal evolutions sensitive to several quantitative tissue properties, including T 1 and T 2 relaxation times. 17 Varying acquisition parameters for
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MRF such as flip angle (FA) and TR lead to efficient signal encoding and in combination with varying k-space trajectories to efficient tissue quantification because of the both spatially and temporally incoherent acquisition. In MRF, quantitative tissue properties are derived by pattern matching between the acquired signal evolution and the entries of a dictionary containing simulated signal evolutions for a wide range of tissue parameters, such as T 1 and T 2 relaxation times. In addition, it has been reported various types of MRF; fast imaging with steady-state precession (FISP) to obtain T 1 , T 2 and proton density values, 18 balanced steady-state free precession (bSSFP) to obtain T 1 , T 2 and ΔB 0 , 17 and echo planar imaging (EPI) to obtain T 1 and T 2 *. 19 For the clinical use of quantitative imaging, accuracy, repeatability and reproducibility are the most important properties. Some studies have been reported on these three properties in other quantitative methods, using a multidynamic multiecho sequence 20 or quantification of relaxation times and proton density by multiecho acquisition of a saturation-recovery using turbo spin-echo readout (QRAP-MASTER) pulse sequence. 21 Few studies have already reported the properties of MRF; however, they mainly focused on a phantom study 22 and in vivo studies. 23, 24 In addition, only few studies have used B 1 correction, although RF field (B 1 + ) inhomogeneity has been known to introduce errors in quantitative MR including MRF. 25 However, to our knowledge, no study has covered all of the three properties with FISP-MRF including a B 1 + correction method. Therefore, this study aims to evaluate the B 1 + -corrected FISP-MRF comprehensively; accuracy, repeatability and reproducibility of T 1 and T 2 measurements on the ISMRM/NIST system phantom and healthy volunteers with two different scanners.
Materials and Methods
This study was approved by the Institutional Review Board of our university hospital. For human scans, informed written consent was obtained from all volunteers before examination.
MRF protocol
Two 3T scanners (MAGNETOM Skyra, Siemens Healthcare, Erlangen, Germany) with 20-channel head receiver array coils were used for this study with a prototype implementation of a 2D FISP-MRF sequence as described in Jiang et al.
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For all studies, acquisition parameters of MRF were set to an in-plane spatial resolution of 1.2 × 1.2 mm 2 and a slice thickness of 5.0 mm. After the inversion pulse (TI = 21 ms), the FISP acquisition started with a TE of 2 ms. FA and TR varied for each echo. FA varied between 0° and 74°, and TR varied between 12.1 and 15.0 ms. A total of 3000 TRs were acquired for each slice, resulting in a scan time of 40 s per slice. Each echo encoded an image by a single spiral readout with a variable-density k-space trajectory, 26 using an inner and outer under-sampling ratio of 24 and 48. The spiral readout had a duration of approx. 6 ms for default parameters (FOV 300 mm, matrix 256 × 256, 48 spiral interleaves), and was followed by gradients for rewinding the moments on the x-and y-axes. To improve the incoherence of resulting undersampling artifacts, the spiral trajectory was rotated by 82.5° from TR to TR using an interleave reordering scheme. 27 The sinc-shaped excitation pulse had a duration of 2.0 ms and time bandwidth product of 8. The effect of the slice excitation profile on the net signal within a voxel was considered by the Bloch Simulation when calculating the dictionary. 25 10, 20, 40 , and 100 for ranges 10-90, 100-1000, 1040-2000, and 2050-4500, respectively, in ms) and T 2 ranging from 2 to 3000 ms (increments of 2, 5, 10, 50, 100, and 200 for ranges 2-98, 100-150, 160-300, 350-800, 900-1600, and 1800-3000, respectively, in ms). The atoms (fingerprints) contained in the dictionary are calculated by performing a Bloch Simulation of the MRF sequence for each parameter combination of T 1 , T 2 , and B 1 + . In a second step, the fingerprints are compressed along the temporal dimension by a singular value decomposition (SVD) to 50 main components in order to reduce the size of the dictionary file and to accelerate the matching process. 29 The matching is performed by calculating the inner product of the measured data with each dictionary entry along the T 1 and T 2 dimension, whereas the B 1 dimension is determined based on the B 1 + prescan measurement. 25 The post processing time for creating the quantitative maps (spiral image reconstruction plus dictionary matching) is approximately 20 s per slice.
Phantom measurements
An International Society of Magnetic Resonance in Medicine/ National Institute of Standards and Technology (ISMRM/ NIST) system phantom ( Fig. 1 ) was used to evaluate the -corrected FISP-MRF. This phantom consists of a deionized-water-filled spherical shell with an inner diameter of 200 mm. Inside the spherical shell is a framework, consisting of five plates rigidly connected with positioning rods. These plates support 57 fiducial spheres, a 14-element T 1 array (T 1 -1 to -14), a 14-element T 2 array (T 2 -1 to -14) and a 14-element proton density array which are designed to have a range of specific T 1 , T 2 , and proton density values. The spheres in the T 1 array are filled with NiCl 2 -doped water, while the T 2 spheres are filled with MnCl 2 -doped water. All solutions in the various compartments of the phantom are wellcharacterized and monitored by NIST for stability and accuracy. 30 This study focused on the T 1 and T 2 values; therefore, two slices, each corresponding to the T 1 array and the T 2 array in the ISMRM/NIST system phantom, were scanned for 100 days, with a minimum interval of at least 12 h between two adjacent scans. For each daily scan, the phantom was placed in the magnet for more than 30 min before the FISP-MRF acquisition to reduce the effects of liquid motion inside the phantom on measurements. During all measurements, temperature was recorded in the bulk water volume in the phantom after scanning in the MR scanner room using a digital thermometer with a resolution of 0.01°C and an accuracy ±0.05°C within ±2°C of the standard value (Extreme Accuracy Thermometer, 1227U09; S/N 170421710, Thomas Scientific, NJ, USA). T 1 and T 2 values of each sphere in the phantom were obtained from a circular ROI of diameter 10 mm, manually drawn on the T 1 and T 2 maps to exclude edge pixels. Accuracy was evaluated from these scans to compare the T 1 and T 2 values obtained by FISP-MRF with the reference values of the ISMRM/NIST system phantom provided by the manufacturer. 31 The relative deviation of these values was displayed as correlation plots and Bland-Altman plots. Repeatability was characterized as coefficient of variation (CV), defined as the ratio between the standard deviation and the mean T 1 and T 2 values of the measurements over 100 days. The B 1 + prescan is only accurate for T 1 values larger than approx. 300 ms due to neglected magnetization recovery effects between preparation pulse and echo train as described in Chung et al. 28 Therefore, spheres T 1 -7 to T 1 -14 and T 2 -11 to T 2 -14 were excluded from the evaluation.
In vivo examination
Six human volunteers (six males; mean age, 37 years; age range, 29-51 years) participated in this study and were scanned in two different MAGNETOM Skyra systems (Siemens Healthcare, Erlangen, Germany) (scanner A and B) on 5 days within a 2-month period. Human brain data were acquired from five different slices. These slices contained the internal auditory canal, basal ganglia, thalamus, corona radiata, and semi-oval center. Each scan was preceded by an automated slice positioning scout sequence (Siemens's AutoAlign) for precise and reproducible anatomic coverage at each scanning session. The AutoAlign sequence was acquired by 3D FLASH using the following parameters: TR, 3.15 ms; TE, 1.37 ms; FOV, 260 mm; matrix, 160 × 160; slice thickness, 1.6 mm; FA, 8°; bandwidth, 540 Hz/pixel; acquisition time, 14 s. It involves automated alignment of slice positioning for head examinations, and thus enables easy and accurate patient follow-up. AutoAlign refers to the 3D MR brain atlas and automatically aligns the slice position in a standardized reproducible manner. In addition, body temperatures were monitored for all subjects on each day. Figure 2 shows an example of T 1 and T 2 maps obtained from one subject scanned by FISP-MRF, and ROIs were manually drawn on the pons, putamen, thalamus, white matter (WM), and gray matter (GM). Repeatability was characterized by the CV of the measurements from 5 days in the 2-month period at each scanner. The relative deviation of T 1 and T 2 values from the mean across both scanners was displayed as Bland-Altman plots to show the cross-scanner reproducibility. In addition, T 1 and T 2 values for the WM and the GM obtained by FISP-MRF were compared with those reported in previous publications. . The relative deviations of these mean T 1 (c) and T 2 (d) values over 100 days from the reference values are shown as Bland-Altman plots. The mean bias for T 1 was −8.1%, and the 95% limits of agreement ranged from −16.0% to −0.2%. The mean bias for T 2 was −3.3%, and the 95% limits of agreement ranged from −17.6% to 11.0%. Figure 4 shows T 1 (a) and T 2 (b) values of sphere phantoms on each layer over 100 days. The repeatability of these T 1 (c) and T 2 (d) values are characterized as the CVs over 100 days. The CVs of T 1 and T 2 values (T 1 > 300 ms) were <1.0% and 3.0%, respectively. The temperature variation of the phantom over the 100 measurement days was within 1.06°C. -corrected FISP-MRF over 5 days in the two different scanners. The CVs were <5.0% for both T 1 and T 2 values, aside from T 2 values for the pons measured on scanner B system in subject 5. The T 2 map and T 2 values in the outlier subject are displayed in Fig. 6 and Table 2 . Figure 7 shows the cross-scanner reproducibility of T 1 and T 2 measurements. The mean bias for T 1 was 0.07%, and the 95% limits of agreement ranged from −5.29% to 5.42%. The mean bias for T 2 was 1.3%, and the 95% limits of agreement ranged from −6.81% to 9.41%. 
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Discussion
According to the Quantitative Imaging Biomarker Alliance, the following three primary metrology areas of interest are critical to the performance of quantitative imaging biomarkers in preclinical or clinical settings: accuracy, T 2 value on day 4 was relatively low among 5 days for this subject. repeatability, and reproducibility. 36 In this study, the accuracy and repeatability of T 1 and T 2 measurements obtained from B 1 + -corrected FISP-MRF were evaluated by scanning an ISMRM/NIST system phantom over 100 days. In addition, repeatability and cross-scanner reproducibility were also evaluated with healthy human brain data by using two scanners.
In phantom studies, the accuracy of T 1 and T 2 relaxation times, measured by FISP-MRF, was comparable to previous literature. 22 Although the previous authors used an inversionrecovery spin-echo method and a multiple single-echo spinecho method to characterize the T 1 and T 2 values as a gold standard, we compared the T 1 and T 2 values obtained by FISP-MRF with reference values from the ISMRM/NIST system phantom, which showed good agreement. The applied B 1 + mapping method is only accurate for T 1 values larger than approximately 300 ms 28 and thus imposed a limitation on the T 1 range of the FISP-MRF implementation used in this study. Consequently, spheres T 1 -7 to T 1 -14 and T 2 -11 to T 2 -14 were excluded from the evaluation. Furthermore, the minimum TR used in FISP-MRF was 12.1 ms, which was at the lower boundary for accurate T 2 estimation. 22 Repeatability of T 1 relaxation times measured by FISP-MRF in this study were equal to the previous study. 22 As for the CVs of T 2 values, this results (<3.0%) was much improved compared with the previous study (<7.0%).
11 B 1 + correction might have contributed to this improvement in this study because B 1 + variation affects T 2 values more than T 1 values. 37 The T 2 value is known to be more affected by temperature fluctuations than the T 1 value; however, there is little correlation between temperature fluctuation and T 2 values across 100 days in this study. Recently, some studies suggested to simultaneously map B 1 + with MRF which could estimate not only T 1 and T 2 values but also B 1 + values efficiently by using an MRF sequence only, [38] [39] [40] which might allow estimations of T 1 and T 2 in a wider range and avoid misregistration between the B 1 + prescan and the actual MRF acquisition.
The accuracy and repeatability of T 1 and T 2 values could also have been affected by the dictionary resolution, which is a trade-off between the image reconstruction time and the accuracy and/or repeatability. A previous study reported that the accuracy of T 1 and T 2 values are not affected by different
dictionary resolutions, and the repeatability could be improved when finer dictionary step sizes were used. 22 Therefore, repeatability could be further improved by using a finer dictionary resolution in the future.
In healthy human brains, T 1 and T 2 values obtained by B 1 + -corrected FISP-MRF over 5 days provided comparable repeatability with that in the ISMRM/NIST system phantom over 100 days according to the CVs. However, the CV of the T 2 value in the pons region on scanner B system for subject 5 was found to be >11% (Fig. 5d) . The T 2 value on day 4 was relatively low among 5 days for this subject. Potentially the T 2 values were affected by motion that occurred during the scan because T 2 values were found to be more sensitive to motion, especially through-plane motion like respiration, than T 1 values. 41 High cross-scanner reproducibility was achieved over both scanners. T 1 values could be reproduced with approx. 10% variability and T 2 values with approx. 15% variability, within the 95% limits of agreement. Note that measurement variation might still be caused by positioning differences and physiological changes are particularly relevant for interscanner variation even though the AutoAlign method was used. According to the repeatability and cross-scanner reproducibility, T 1 values seemed to be more stable than T 2 values in FISP-MRF that was similar to the previous reports.
18,22
As for the T 2 values obtained by FISP-MRF, all T 2 values were lower than those previously reported in some publications, [32] [33] [34] [35] which were based on Carr-Purcell-Meiboom-Gill (CPMG) type acquisition schemes. However, at present there is no method which can measure "ground-truth" T 1 and T 2 values in vivo, due to scan time restrictions but also due to complex in vivo tissue properties such as partial-volume effects, diffusion, magnetization transfer etc. FISP-MRF uses an unbalanced gradient moment, which can mitigate the banding artifacts observed in the bSSFP-MRF. Recently, a previous study suggested that the spoiler gradient used in FISP-MRF might lead to an underestimation of T 2 values because of its sensitivity to diffusion motion 42 and off-resonance dependency. 43 To solve this limitation, some studies tried to quantify diffusion 44 and off-resonance 39 simultaneously with T 1 and T 2 values in MRF. Further technical developments which add more tissue-related parameters into MRF will be expected for the precise quantification in the future.
Conclusion
B 1 + -corrected FISP-MRF measurements of T 1 and T 2 values showed high accuracy and repeatability over 100 days across a wide range of T 1 and T 2 values in the ISMRM/NIST system phantom, and high repeatability and reproducibility over 5 days in healthy human brains. T 2 relaxation times measured by FISP-MRF in human brains were significantly lower compared with the results reported in previous studies which were all based on CPMG type spin-echo sequences; however, this difference needs further exploration.
